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A technique to levitate and measure the 3-dimensional position of micrometer-sized dielectric
spheres with heterodyne detection is presented. The two radial degrees of freedom are measured by
interfering light transmitted through the microsphere with a reference wavefront, while the axial de-
gree of freedom is measured from the phase of the light reflected from the surface of the microsphere.
This method pairs the simplicity and accessibility of single beam optical traps to a measurement
of displacement that is intrinsically calibrated by the wavelength of the trapping light and has ex-
ceptional immunity to stray light. A theoretical shot noise limit of 1.3 · 10−13 m/

√
Hz for the radial

degrees of freedom, and 3.0 · 10−15 m/
√

Hz for the axial degree of freedom can be obtained in the

system described. The measured acceleration noise in the radial direction is 7.5 · 10−5 (m/s2)/
√

Hz,
the lowest reported value to date for optically trapped microspheres.

I. INTRODUCTION

Optical traps for small dielectric particles have been
used since the pioneering work of Ashkin and Dziedzic [1].
Although many of the initial applications of these traps
were in biology and polymer science, where the parti-
cles are suspended in a liquid [2–5], trapping and cooling
of microspheres (MS) in a vacuum environment has be-
come a common tool in the fields of optomechanics [6–
13], quantum control [14, 15] and fundamental particles
and interactions [5, 16–19]. While several techniques for
trapping MS in vacuum have been proposed and imple-
mented [7, 16, 20–26], single beam traps with an upward
propagating, focused laser beam and active feedback have
the advantages of simplicity and access to the trapping
region to probe the MS.

In the single beam trap described here, radiation pres-
sure from the beam supports the weight of the MS
while recoil against light deflected by the MS provides
a restoring force, confining the MS toward the axis of the
beam [1, 2, 27] where the MS undergoes harmonic motion
in 3-dimensions. Radial (horizontal) feedback forces are
applied to the MS by modulating the position of the trap
while axial (vertical) feedback forces are applied by mod-
ulating the trap beam power. Vacuum operation is re-
quired to minimize noise due to collisions between resid-
ual gas and the MS. Under vacuum, active feedback is
used to stabilize the trap by replacing the damping from
residual gas. In this way, the center-of-mass motion of
the particle can be damped to obtain mK effective tem-
peratures [7, 20, 21, 25] with the rest of the system at
room temperature.

The system described here uses heterodyne detection
to measure the position of the MS and provide feed-
back by interfering the light transmitted through, and
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reflected by, the MS with frequency shifted phase refer-
ence beams. In addition to the simplicity of the single-
beam trap, the heterodyne detection technique results
in improved immunity to stray sources of light not as-
sociated with the MS because only light spatially and
temporally coherent with the phase reference beam pro-
duces an interference signal at the detector. The abil-
ity to reject scattered light is particularly important for
short-distance force sensing applications [17, 19], where
objects used to probe the MS may scatter light from the
trapping beam, producing background signals.

II. EXPERIMENTAL SETUP

The apparatus presented here makes use of 4.8 µm di-
ameter silica MS [28] trapped in vacuum by a single-
beam optical trap. The trapping and phase reference
beams are produced by seeding a single frequency, polar-
ization maintaining (PM), Yb-doped fiber amplifier [29]
with light from a λ = 1064 nm, single frequency, dis-
tributed feedback, Yb-doped fiber laser [30]. The spa-
tial coherence length of this system, � 103 m, is greater
than any differences in optical path length. The out-
put of the amplifier is passed through a PM fiber splitter
to obtain trapping and phase reference beams. The two
branches are sent into fiber-coupled acousto-optic modu-
lators (AOMs) driven at 149.5 MHz and 150.0 MHz that
frequency shift the source light and allow for intensity
modulation. Frequency shifting both the trapping light
and the phase reference light avoids the amplification of
RF signals at the interference frequency which could lead
to electronic backgrounds. The reference branch is fur-
ther split into two branches for use in the axial and radial
heterodyne measurements.

A simplified schematic of the free space optics forming
the trap and providing the position readout for the MS
is shown in Fig. 1. The trapping and reference beams
are projected into free-space with the fibers providing
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FIG. 1. Schematic view of the free-space optical system. The output of the fiber carrying the trapping beam is first collimated,
then deflected by a high-bandwidth piezo-mounted mirror in the conjugate focal plane of the trap. This produces translations
in the plane of the trap, as indicated by the two closely spaced beams. A telescope is used to adjust the gain of the deflection
system. Two identical aspheric lenses inside the vacuum chamber focus the trapping beam and re-collimate it. The collimated
beam is then recombined with a reference beam on a quadrant photodiode (QPD). Light that is backscattered by the MS is
extracted, recombined with another reference beam and used to interferometrically measure the axial position of the MS.

mode cleaning and flexibility of installation. All opti-
cal fiber components are fusion-spliced together for re-
liability. Following the fiber launch, the trapping beam
passes through a Faraday isolator which is used to ex-
tract the back propagating light reflected by the MS. The
beam is then reflected off a high-bandwidth (3 dB point
at 2.5 kHz) piezo-actuated deflection mirror imaged into
the the Fourier plane of the trap by a telescope. Angling
the mirror produces displacements of the trap that are
used to apply radial feedback forces to the MS.

The beam is then injected into the vacuum chamber,
where it is focused by a 25 mm focal length aspheric lens
to form the trap. This long free working distance is ideal
for many applications requiring access to the trapping
region. The beam transmitted through the microsphere
is recollimated by an identical asphere, sent out of the
vacuum chamber and superposed with a reference beam.
This superposition is projected onto a quadrant photodi-
ode (QPD) from which the radial motion along two axes,
x and y, is extracted from the interference photocurrents
at the difference in modulation frequencies.

To measure the axial position of the MS, the back
propagating light extracted by the Faraday isolator is
interfered with the second phase reference beam. This
eliminates the need for an auxiliary imaging beam per-
pendicular to the trapping beam and provides the MS
position in absolute units related to the wavelength of
the trapping light.

All relevant optics have been optimized to image the
fiber mode into the focal plane of the trap with minimal
distortion. A relatively pure fundamental Gaussian spa-
tial mode is important for short-distance force sensing,
where devices are brought into close proximity with the
MS [19]. The profile of the spatial mode at the stable

position in the trap is shown in Fig. 2.

The axial and the radial signals are first digitized,
and then analyzed by a field programmable gate array
(FPGA) running the algorithms that generate real-time
feedback signals. Such signals are only applied near the
frequency of resonance of the MS in the trap, so as not
to disturb force measurements at other frequencies.

FIG. 2. Trapping beam profile in the x and y axes at the
stable point of the trap. Fits to a Gaussian profile give wo,x =
2.84 µm and wo,y = 2.83 µm (with wo the usual Gaussian
waist) at the stable point of the trap, which is a small fraction
of a Rayleigh range above the focus. Non-Gaussian tails could
result from cladding modes within the fiber or imperfections
in optical surfaces, as well as small misalignments.



3

III. RADIAL DISPLACEMENT CALIBRATION

While axial displacements are intrinsically calibrated
into physical units by the wavelength of the laser, dis-
placements of the radial degree of freedom have to be
calibrated empirically. A calibration of the radial posi-
tion measurement is obtained by measuring the response
of the system to known forces at frequencies far below
resonance, and then dividing this response by the spring
constant of the trap. The response to forces is determined
by applying an alternating electric field to a MS with a
few quanta of charge, as demonstrated in [18]. The result
of this procedure is (∆V/F )meas = (7.5± 0.3) · 1013 V/N
for either radial DOF, within uncertainties. This quan-
tity can then be converted into a calibration constant
for position by using Fapp = kxMS where xMS is the
displacement in one of the radial DOFs and the spring
constant k is measured by observing the response of the
MS to an oscillating electric field of variable frequency.

It is instructive to compare this empirical calibration
constant to the ideal one, calculated from the properties
of the system. In principle, this could be derived by
solving Mie scattering theory, whereby MS displacements
deflect some of the trapping light, and applying simple
ray optics. However, the relationship between the MS
displacement, xMS , and the angle by which the light is
deflected, θ, can be extracted directly by considering the
optical restoring force Fopt for a certain θ. This force is
related to displacements of the MS by the spring constant
of the trap k = mMSΩ2 where mMS is the mass of the
MS and Ω is the resonant frequency of the trap. For small
displacements causing small θ, Fopt = (P/c) θ, where P
is the power of the beam transmitted through the MS
and c is the speed of light. After re-collimation by a lens
of focal length d, the relationship between the force and
the translation of the outgoing beam, xB , is

Fopt

xB
=
P
d c
. (1)

The quantity xB is determined by interfering the beam
with a phase reference beam shifted in frequency by an
amount ∆ω, and projecting their superposition onto a
segmented photodetector. The photocurrent generated
on a segment of a detector can be determined by inte-
grating the square of the superposition of electric fields
(irradiance). The resulting interference term is given by

IIF =
2ξ

η

∫∫
seg

E1(x) ·E2(x) cos [∆ωt+ ∆φ] dA, (2)

where ξ is the responsivity of the photodetector in [A/W],
η = 1/c ε is the wave impedance and ε is the dielectric
constant. Ei are the electric fields in the detector plane,
with i = 1 the reference beam and i = 2 the trapping
beam, and ∆φ is a common-mode phase across all quad-
rants due to path length fluctuations. If the transmitted
and reference beams are Gaussian with their foci in the

detector plane, then Ei(x) = p̂iEie
−x2/w2

i with p̂i the
polarization vectors and wi the usual Gaussian waists
(w = 2σP , with σP the standard deviation of the inten-
sity). Displacing beam ‘2’ by xB , and making use of Eq. 1
and F = kxMS , the difference in photocurrent between
adjacent segments per MS displacement is given by

∆I

xMS
= 4ξ

√
P1P2

4π

w2
1

(w2
1 + w2

2)3/2
k d c

P2
cos[∆ωt+∆φ], (3)

where P1 (P2) and w1 (w2) are the power and waist of
the phase reference (transmitted) beam, respectively, and
beam ‘2’ is displaced. In practice, P1 can be increased
to optimize sensitivity, but P2 is fixed by the power re-
quired to levitate a particular mass of MS. For the param-
eters of the system described here, P1 = 25 mW, P2 =
1.1 mW, w1 = 3.7 mm, w2 = 3.0 mm, k = 2.0 · 10−7 N/m,
ξ = 0.34 A/W, and d = 25 mm, this corresponds to an
ideal difference in photocurrent per MS displacement of
350 A/m.

This value can be compared to the empirically obtained
calibration as ∆V/F = (∆I/xMS) · (GRt/k), where G is
the gain of the readout electronics and Rt is the tran-
simpedance. We find that (∆V/F )calc = 4.5 · 1014 V/N
compared to (∆V/F )meas = (7.5±0.3)·1013 V/N. We at-
tribute the discrepancy to imperfect mode-matching be-
tween the transmitted and the reference beams as well as
slight non-Gaussianity of the modes of the two beams, as
can be seen in Fig. 2.

IV. DISPLACEMENT NOISE

Shot noise places a fundamental limit on the perfor-
mance of the system, which is computed following [31].
The shot noise-limited displacement spectral density can
be determined from the usual relation between shot noise
and mean photocurrent, Sshot = 2eI [32], together with
Eq. 3. We find

Sxx =
πeP2

2ξP1

(w2
1 + w2

2)3

w4
1k

2d2c2
(P1 + P2), (4)

where Sxx refers to displacements along a radial DOF.
Analysis of the axial DOF is more straightforward. The
axial position of the MS is determined by using hetero-
dyne detection to measure the phase of light reflected
by the MS. A change in the phase of the reflected light,
∆φz, is related to axial displacements of the MS, zMS , by
(∆φz/zMS) = 2π/(λ/2). Assuming perfect mode match-
ing, the shot noise limit for the axial position measure-
ment is

Szz =

(
λ

4π

)2
e(PA + PB)

4ξPAPB
, (5)

where Szz refers to displacements along the axial DOF,
PA is the power of the axial reference beam and PB is
the power reflected from the MS.
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FIG. 3. (left) Comparison between MS displacement noise in the radial DOF and the shot noise limit. Also shown are the
digitizer noise, with DAQ input terminated, the noise of the photodetector and front-end electronics without incident light,
and the noise measured by the full heterodyne readout, but without a MS in the trap. (right) MS displacement noise in the
axial DOF. In this case, the data collected without the MS is obtained by reflecting the light off of a gold-plated cantilever at
the trap position. The intensity of the trapping beam was tuned such that the cantilever reflected the same power as a MS.
The remaining curves are obtained in a similar to those in the left panel. Data is calibrated empirically as described in the
text, whereas the shot noise calculation makes use of Eq. 3, assuming perfect modes and mode matching.

The values of
√
Sxx (representative of both radial

DOFs) and
√
Szz are shown in Fig. 3, together with po-

sition spectral densities measured under various condi-
tions. The cases shown in the figure correspond to dis-
placement spectra acquired with and without a MS in
the trap, with the trapping beam off, and with the front-
end electronics disconnected and data acquisition elec-
tronics terminated. The latter two cases measure the
photodetector/front-end electronics and digitizer noise,
respectively. Clearly, non-fundamental sources of dis-
placement noise far exceed the shot noise limit and thus
substantial performance improvements should follow suc-
cessive refinements of the apparatus.

V. STRAY LIGHT REJECTION
WITH HETERODYNE MEASUREMENTS

Immunity to extraneous sources of light is critical for
short-range force sensing where objects that scatter light
are brought close to the MS. Heterodyne systems provide
substantial rejection of light propagating along a path
that is different from the desired one. For a detector po-
sitioned in the Fourier plane of the trap, angular rejection
corresponds to displacement rejection in the focal plane
of the trap.

The angular rejection of the heterodyne system de-
scribed is estimated by considering the interference of
two Gaussian beams at their focus separated by an angle
α between their wavefronts. The profile of angular rejec-
tion H(α) can be computed from the normalized integral∫∫
|E1 + E2|2dA with E1 and E2 the electric fields as-

sociated with the appropriately tilted Gaussian beams.
We find that the profile of scattered light rejection can

be approximated by,

H(∆x) ' exp

(
−(2π/λ)2w2

1w
2
s

4(w2
1 + w2

s)

(
∆x

d

)2
)
, (6)

where ws is the waist associated with the source of scat-
tered light imaged onto the detector, and ∆x = dα. This
result can be compared to data using the trapping beam
as a test source of light and angling the reference beam,
with a single-channel photodiode placed in the detector

FIG. 4. Interference contrast vs. radial position in the focal
plane of the trap, for three distinct sets of measurements,
taken for consistency, and shown with differing marker shapes.
The solid curve represents the prediction of Eq. 6 calculated
with the measured beam waists and known focal length. Data
is normalized to a maximum of one and centered. The width
of the predicted profile is not fit to data. The non-Gaussian
tails in the data are likely the result of the halo in the trapping
beam, as seen in Fig. 2
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focal plane, in the place of the QPD. The response, cal-
ibrated in terms of position at radial distances ∆x from
the center of the trap, is shown in Fig. 4, along with the
prediction of Eq. 6. The tails of the distribution present
in the data, but not the calculation, are likely due to
interference of the reference beam with the halo of the
trapping beam, shown in Fig. 2.

VI. ACCELERATION NOISE PERFORMANCE

Acceleration noise, defined as force noise per unit MS
mass, is an important figure of merit for force sensing ap-
plications. While the primary goal of the technique de-
scribed here is to provide a displacement measurement in-
sensitive to stray sources of light, with comfortable access
to the trapping region, the acceleration noise achieved is
comparable to the state of the art for levitated MS. Fig. 5
shows the acceleration amplitude spectral densities of the
MS motion in each degree of freedom under vacuum con-
ditions (10−6 mbar) and, for comparison, at a pressure of
1.5 mbar where the MS is driven by collisions with resid-
ual gas. The 10 Hz to 100 Hz band where the noise has
a broad minimum is used for force sensing application
of interest to this program. In this band we measure an
acceleration noise of 7.5 · 10−5 (m/s2)/

√
Hz for the radial

DOFs and 1.5 · 10−4 (m/s2)/
√

Hz for the axial DOF.

A comparison of the acceleration noise achieved here

FIG. 5. Acceleration spectral densities for each of the three
DOFs for a MS in the trap at 1.5 and 10−6 mbar of residual
gas, with feedback cooling active for the latter case. The data
was calibrated into physical units following the procedure dis-
cussed in section III. The curves for 10−6 mbar pressure in the
top and bottom panels are directly derived from the displace-
ment noise with a MS, as displayed in Fig. 3.

TABLE I. Comparison of reported displacement and acceler-
ation noise, in a variety of optical trapping apparatuses using
MS with diameters > 0.3 µm. Cases designed for smaller MS
are not included since they are not optimized for acceleration
sensitivity. The figures reported for [7] are extracted from
the case with a MS in their trap, in order to provide a valid
comparison. Shown are: the MS radius, R; trap frequency,
f = Ω/(2π); displacement noise, σx; and acceleration noise,
σa; in a frequency band (f1, f2).

Ref. R f σx σa (f1, f2)

[µm] [kHz] [m/
√

Hz] [(m/s2)/
√

Hz] [kHz]

This work 2.4 0.25 3.1 · 10−11 7.5 · 10−5 (0.01,0.1)
[7] 1.5 9.1 1.4 · 10−13 4.6 · 10−4 (1,10)
[23] 1.5 1.0 2.0 · 10−10 7.7 · 10−3 (0.01,1)
[24] 0.15 2.8 1.8 · 10−10 5.7 · 10−2 (0.01,3)

to those obtained with other techniques is shown in
Table I. The noise reported in the table correspond
to the optimal conditions reported by the authors, in
analogy with the data presented here. Systems opti-
mized for smaller MS are in some cases sensitive to
smaller forces, but have poorer acceleration sensitivities
(& 0.1 (m/s2)/

√
Hz) [12, 13, 25, 26], and are not included

in the table. All apparatuses capable of trapping MS
larger than 0.1 µm, other than the one described here,
make use of non-interferometric optical measurements
and require auxiliary imaging beams. The acceleration
noise observed here is the lowest reported for optically
levitated MS.

VII. CONCLUSIONS

We have described a novel technique, applying hetero-
dyne detection to measure the 3-dimensional position of
a microsphere in an optical trap. This technique allows
all functions (trapping, feedback and position measure-
ment) to be performed with a single laser, while providing
a substantial rejection of signals arising from scattered
light. This provides unmatched access to the trapped mi-
crosphere and, because of the insensitivity to scattered
light, is particularly powerful in applications where the
microsphere is used as a force sensor in close proximity
to other objects.

We have presented the current performance of the sys-
tem in terms of scattered light rejection and noise, which
are at the state-of-the-art level. The noise performance
of the system is far from the fundamental limit imposed
by shot noise, leaving significant room for improvement.

Our group is planning to apply this technique to the
measurement of interactions at sub-100 µm distance that
may arise from non-Newtonian gravity.



6

ACKNOWLEDGMENTS

We would like to thank J. Fox (SLAC), L. Holberg
(Stanford) and R. Adhikari (Caltech) for useful discus-
sions during the early stages of this work, as well as

R. DeVoe and A. Kawasaki (Stanford) for their comments
on earlier drafts of this manuscript. This work was sup-
ported, in part, by NSF Grant No. PHY1502156 and by
the Heising-Simons foundation. ADR is supported by an
ARCS Foundation Stanford Graduate Fellowship.

[1] A. Ashkin and J. M. Dziedzic, Appl. Phys. Lett. 19, 283
(1971).

[2] A. Ashkin, J. M. Dziedzic, J. E. Bjorkholm, and S. Chu,
Opt. Lett. 11, 288 (1986).

[3] K. C. Neuman and S. M. Block, Rev. Sci. Instrum. 75,
2787 (2004).

[4] A. I. Bishop, T. A. Nieminen, N. R. Heckenberg, and
H. Rubinsztein-Dunlop, Phys. Rev. Lett. 92, 198104
(2004), arXiv:physics/0402021 [physics.optics].

[5] D. S. E. jr., L. B. Pires, S. Umrath, D. Martinez, Y. Ay-
ala, B. Pontes, G. R. de S. Arajo, S. Frases, G.-L. Ingold,
F. S. S. Rosa, N. B. Viana, H. M. Nussenzveig, and
P. A. M. Neto, EPL 112, 44001 (2015), arXiv:1511.02106
[physics.optics].

[6] D. E. Chang, C. A. Regal, S. B. Papp, D. J. Wilson,
J. Ye, O. Painter, H. J. Kimble, and P. Zoller, Proc.
Nat. Acad. Sci. USA 107, 1005 (2010), arXiv:0909.1548
[quant-ph].

[7] T. Li, S. Kheifets, and M. G. Raizen, Nat. Phys. 7, 527
(2011), arXiv:1101.1283 [quant-ph].

[8] T. Li, Ph.D. Thesis, UT Austin, 2013.
[9] Z.-Q. Yin, A. A. Geraci, and T. Li, Int. J. Mod. Phys.

B27, 1330018 (2013), arXiv:1308.4503 [quant-ph].
[10] J. Millen, P. Z. G. Fonseca, T. Mavrogordatos, T. S. Mon-

teiro, and P. F. Barker, Phys. Rev. Lett. 114, 123602
(2015), arXiv:1407.3595 [physics.optics].

[11] T. M. Hoang, Y. Ma, J. Ahn, J. Bang, F. Robicheaux, Z.-
Q. Yin, and T. Li, Phys. Rev. Lett. 117, 123604 (2016),
arXiv:1605.03990 [quant-ph].

[12] V. Jain, J. Gieseler, C. Moritz, C. Dellago, R. Quidant,
and L. Novotny, Phys. Rev. Lett. 116, 243601 (2016),
arXiv:1603.03420 [physics.optics].

[13] D. Hempston, J. Vovrosh, M. Toro, G. Winstone,
M. Rashid, and H. Ulbricht, Appl. Phys. Lett. 111,
133111 (2017), arXiv:1706.09774 [quant-ph].

[14] O. Romero-Isart, M. L. Juan, R. Quidant, and
J. I. Cirac, New J. of Phys. 12, 033015 (2010),
arXiv:0909.1469 [quant-ph].

[15] R. Kaltenbaek, G. Hechenblaikner, N. Kiesel, O. Romero-
Isart, K. C. Schwab, U. Johann, and M. Aspelmeyer,
Exp. Astron. 34, 123 (2012), arXiv:1201.4756 [quant-ph].

[16] A. A. Geraci, S. J. Smullin, D. M. Weld, J. Chiaverini,
and A. Kapitulnik, Phys. Rev. D 78, 022002 (2008),

arXiv:0802.2350 [hep-ex].
[17] A. A. Geraci, S. B. Papp, and J. Kitching, Phys. Rev.

Lett. 105, 101101 (2010), arXiv:1006.0261 [hep-ph].
[18] D. C. Moore, A. D. Rider, and G. Gratta, Phys. Rev.

Lett. 113, 251801 (2014), arXiv:1408.4396 [hep-ex].
[19] A. D. Rider, D. C. Moore, C. P. Blakemore, M. Louis,

M. Lu, and G. Gratta, Phys. Rev. Lett. 117, 101101
(2016), arXiv:1604.04908 [hep-ex].

[20] J. Gieseler, B. Deutsch, R. Quidant, and L. Novotny,
Phys. Rev. Lett. 109, 103603 (2012), arXiv:1202.6435
[cond-mat.mes-hall].

[21] P. Asenbaum, S. Kuhn, S. Nimmrichter, U. Sezer,
and M. Arndt, Nat. Commun. 4, 2743 (2013),
arXiv:1306.4617 [quant-ph].

[22] M. Mazilu, Y. Arita, T. Vettenburg, J. M. Auñón, E. M.
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